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KEY NOTES

1. PROVIDE SHIELDED LENS TO PREVENT INTERERENCE WITH EMG EQUIPMENT.
2. PROVIDE INCANDESCENT LIGHTS.

OUTPATIENT EMG ROOM (PTEM1)

ORTHOPEDICS/PODIATRY 0 1000 2000

CEILING PLAN 11.15 NSM (120 NSF) m
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